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Respiratory gated radiotherapy may allow reduction of the treatment margins, thus
sparing healthy tissue and/or allowing dose escalation to the tumor. However, cur-
rent commissioning and quality assurance of linear accelerators do not include
evaluation of gated delivery. The purpose of this study is to test gated photon
delivery of a Siemens ONCOR Avant-Garde linear accelerator. Dosimetric char-
acteristics for gated and nongated delivery of 6-MV and 15-MV photons were
compared for the range of doses, dose rates, and for several gating regimes. Dose
profiles were also compared using Kodak EDR2 and X-Omat V films for 6-MV
and 15-MV photons for several dose rates and gating regimes. Results showed that
deviation is less than or equal to 0.6% for all dose levels evaluated with the excep-
tion of the lowest dose delivered at 25 MU at an unrealistically high gating frequency
of 0.5 Hz. At 400 MU, dose profile deviations along the central axes in in-plane
and cross-plane directions within 80% of the field size are below 0.7%. No un-
equivocally detectable dose profile deviation was observed for 50 MU. Based on
the comparison with widely accepted standards for conventional delivery, our re-
sults indicate that this LINAC is well suited for gated delivery of nondynamic
fields.
PACS numbers: 87.56-By, 87.66-Cd, 87.66-Jj
Key words: respiratory gating, Siemens ONCOR Avant-Garde, Kodak EDR2 and
X-Omat V films, dosimetry
I. INTRODUCTION
The objective of radiation therapy is to maximize the dose to the target volume while sparing
the normal tissue as much as possible. With the current geometrical precision achieved by
multileaf collimators, respiration-induced organ motion may be a major source of error in the
delivered dose distribution.(1–6) Motion, which may have an amplitude(3,7–19) up to 2 cm to 3
cm at normal breathing, leads to blur and deformation of the dose distribution.(2,20)
Gated delivery of radiation is a potential technique for reducing the effects of respiratory
motion.(1,2,5,10,11,13–15,19,21,22) Internal organ displacement appears to correlate with external
surrogates of the respiratory motion. Such a correlation has been observed by several research-
ers: during free respiration,(7,10,13) during coached respiration, when patients receive audio and/
or visual feedback,(11) and during respiration with breath-hold.(23) Therefore, in most cases
some type of an external surrogate can be selected to properly gate radiation delivery for these
techniques. It should be mentioned that a phase shift was observed for some patients between
a Correspondence to: Sergey Kriminski, Department of Medical Physics, MSKCC, 1275 York Ave., New York, NY 10021;
telephone: (212) 639-5673; fax: (212) 717-3010; email: kriminss@mskcc.org.
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surrogate and diaphragm motions,(19) and, therefore, radiographic surveillance may be recom-
mended. Presumably, such surveillance should be carried out throughout the entire course of
treatment because of possible interfraction variation.(11)
Although gating may often be the best approach to deal with respiratory motion, current
commissioning and quality assurance of linear accelerators ordinarily do not include evalua-
tion of gated radiation delivery. An extensive evaluation of the performance during gating
delivery is necessary prior to such use. Such evaluations were previously performed on two
types of LINACs: Novalis (BrainLAB AG, Heimstetten, Germany) and Varian(13,24–26) (mod-
els Clinac 2100C/D, Varian Oncology Systems, Palo Alto, CA). Investigations on the Novalis
LINAC,(27) those that did not involve dynamic elements such as use of virtual wedge or dy-
namic multileaf collimator, showed less than 1.7% absolute dose deviation, with the exception
of cases of unreasonably low dose rate and/or total dose and unreasonable gating frequencies.
Static tests with Varian equipment showed slightly better results, with 0.8% deviation in abso-
lute dose and approximately 1% flatness and symmetry deviation from the nongated delivery.
For both LINACs, deviations in nondynamic delivery settings were acceptable for clinical use.
In this work, evaluation of gated photon delivery from a commercial linear accelerator (Si-
emens ONCOR Avant-Garde, Siemens Medical Solutions, Concord, CA) is carried out. To our
knowledge, no study of gated radiation delivery of a Siemens LINAC has been published.
Dosimetric integrity under gated and nongated delivery of 6-MV and 15-MV photons was
compared for the following ranges: monitor units: 25 MU to 400 MU; dose rates: 75 MU/min
to 500 MU/min; and for several gating regimes: 0.06 Hz to 0.5 Hz. Dose profiles were also
compared using Kodak EDR2 and XV films for 6-MV and 15-MV photons for several dose
rates, gating regimes, and field sizes. No dynamic radiation delivery was tested in our study.
II. MATERIALS AND METHODS
The Siemens ONCOR Avant-Garde linear accelerator used in our studies (Siemens Medical
Solutions, Concord, CA, USA) was installed late 2003 and data collection was carried out late
2004 and early 2005.
A.  Mechanism of gating
In the Siemens ONCOR Avant-Garde accelerator, the electron beam used to generate X-rays is
produced by a standing wave accelerator. In order to avoid changes in the temperature of the
components of the LINAC, neither electron injection nor microwave generation is interrupted
during the beam-off state in gated operation. Rather, the beam is gated by injecting electrons
asynchronously with the microwave generation. This mechanism is often referred to as “gun
delay.”(13,25) When this mechanism is used, energy dissipation and, consequently, the tempera-
ture in the LINAC components during gated operation are essentially unchanged from those
during regular, nongated operation. Therefore, the dosimetric characteristics of a gated beam
are expected to be very close to those of the beam generated without gating. In contrast to the
pause state during point-and-shoot intensity-modulated radiotherapy (IMRT) delivery,(28–30)
no adjustment in the rf power is done during the pause state in gated delivery on this LINAC.
Gating signals were generated using a PC equipped with a commercial signal generator
(PCI-20428W-3A, Intelligent Instrumentation, Tucson, AZ). The precision in gating pulse length
was approximately 2 ms. Two types of measurements were carried out. In the first, the duty
cycle—the fraction of time when the beam is on—was one-half the period of the signal, that is,
the beam-on time equaled the beam-off time. Several signal frequencies, f, were tested: 0.0625
Hz, 0.125 Hz, 0.25 Hz, and 0.5 Hz. In the second, the duty cycle was varied while keeping the
signal repetition frequency constant.
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B. Dosimetry
Dosimetric data was collected using a Baldwin-Farmer 0.6 cm3 ion chamber and a Keithley
616 digital electrometer. Measurements were performed at 5 cm depth in water-equivalent
material at a source-to-surface distance (SSD) of 100 cm. Readings for gated delivery were
compared to those for the nongated operation. Because of the relative character of the mea-
surements, raw data from the ion chamber were used. Each measurement was repeated a
minimum of three times in order to estimate statistical error, which was calculated following
the standard convention:
(1)
where C
i
 is the charge measured, and n is the number of measurements done. Note that the
error corresponds to the standard deviation of a single measurement. Since we are interested
only in the comparison of gated to nongated delivery, we introduce the normalized difference
ε
g
 between the two:
(2)
where the subscript “g” denotes gated delivery and “ng” the nongated delivery.
Measurements for different numbers of monitor units and for different dose rates (MU/min)
were performed. The parameters evaluated are summarized in Tables 1 and 2.
Table 1. Different LINAC settings and gating regimes studied in this work. Beam-off duration was one half the
period of the signal, that is, beam-off time equals beam-on time in the measurements presented in this table. Both
photon energies, 6 MV and 15 MV, and four different gating signal repetition frequencies were tested: 0.0625 Hz,
0.125 Hz, 0.25 Hz, and 0.5 Hz.
Table 2. Different LINAC settings and gating regimes studied in this work. Twenty-five percent (signal 1) and 75%
(signal 2) beam-off times were used in the measurements presented in this table. The gating signal repetition
frequency was 0.25 Hz. Both photon energies, 6 MV and 15 MV, were tested.
C. Dose profile
Film profiles were taken at 10 cm depth in water-equivalent material at a 100 cm SSD. All data
were obtained at 0° collimator and gantry positions. Throughout the paper the following nota-
tions for the scan directions are used: in-plane scans are parallel to the axis of gantry rotation
with the positive direction being away from the gantry; cross-plane scans are rotated 90° clock-
wise (as viewed from the top) with respect to the in-plane scans.
Kodak EDR2 film was used for the relative dosimetric studies. It has a much lower sensitiv-
 a  15 MV only
 b  6 MV only
 a  15 MV only
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ity to the low-energy portion of spectrum and has better precision compared to the traditionally
used Kodak X-Omat V film.(31,32) The maximum linear field size (20 cm) was limited by the
size of the films used. Films were processed 5 to 30 min after each exposure. In order to
minimize the local noise inhomogeneity effect, data were convolved with 2D Gaussian with
σ  = 0.2 cm after scanning.
Two different fields, 10 × 10 cm2 and 20 × 20 cm2, were imaged for six different gating
regimes (0.625 Hz, 0.125 Hz, 0.25 Hz, and 0.5 Hz for the 50% duty cycle, and the 25% and
75% duty cycles at 0.25 Hz) and for nongated delivery. Four hundred monitor units were used
for film exposures at 300 MU/min and 500 MU/min for 6-MV and 15-MV, respectively. In
order to determine errors associated with positional and dose irreproducibility, three films were
obtained for nongated delivery of a 10 × 10 cm2 field at 6 MV. In addition, for comparison, ion
chamber profiles were also collected at 10 cm depth in water-equivalent material. Errors were
calculated as described in Eq. (2), except that data from the center were used as a reference
instead of data from nongated delivery. Horizontal error bars are determined by the geometric
size of the ion chamber and are half the radius (r = 0.31 cm) in the cross-plane direction and
one-quarter the length (l = 2.4 cm) in the in-plane direction. As seen in Fig. 1, ion chamber
readings and film data agree well with each other. The relative error (precision) in EDR2 mea-
surements, as seen in Fig. 1, is approximately 0.3%.
Fig. 1. Comparison of dose profiles measured by film and by ion chamber for nongated delivery. In-plane direction
normalized to the center for 6-MV photons for a 10 × 10 cm2 field is shown. (a) Film data (solid lines) and ion chamber
reading (solid circles) normalized to the value at the center. Film data are convoluted with Gaussian with σ ≈ 5 mm
(approximately one-quarter the length of the ion chamber). (b) Enlarged top segment of (a); for convenience percent
deviation of normalized data from 1 is shown.
The speed of EDR2 film does not allow us to perform measurements at a low number of
monitor units. For that reason, several control measurements were performed using Kodak X-
Omat V film, allowing measurements at much lower doses. In order to determine errors
associated with the dose irreproducibility, three films were obtained for nongated delivery,
similar to the EDR2 measurements. The precision of XV film was determined to be approxi-
mately 1%, somewhat worse than that of the EDR2 film. Three gating regimes, for which we
expect maximum errors, were evaluated: 0.5 Hz at 50% duty cycle, and 0.25 Hz at 25%, 50%,
and 75% duty cycles. Fifty monitor units and 10 × 10 cm2 fields were used for film exposures
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at 300 MU/min and 500 MU/min for 6 MV and 15 MV, respectively.
III. RESULTS
A. Dosimetry
Dosimetric comparison of gated and nongated LINAC operation for 6- and 15-MV photons for
25 MU to 400 MU was performed for frequencies of 0.06 Hz to 0.25 Hz for several duty
cycles.
Figure 2(a) shows the deviation in dose during gated delivery, ε
g
, from dose in the nongated
regime normalized by the nongated dose for the 6-MV photon beam for the 50% duty cycle. It
can be observed that all doses are within 1%, with the exception of 25 MU delivered at a dose
rate 300 MU/min and gated at a frequency of 0.5 Hz. The gating frequency of 0.5 Hz is unreal-
istically high for human respiration, but even in this case, the worst case observed for 6-MV
photons, the average dose deviation is small, below 1.5%. It should be emphasized that 1.5%
deviations are observed for extreme gating regimes selected to test the limit of the accelerator.
Typical human respiration frequencies are in the range of 0.13 Hz to 0.25 Hz. In this range of
frequencies, the agreement between gated and nongated delivery for the 6-MV photon beam is
better than 0.5%. For delivery of 50 MU or more, the agreement in this frequency range is
better than 0.25%.
Fig. 2. Dose deviation from dose at nongated regime normalized by the nongated dose, ε
g
, for different numbers of
monitor units and different dose rates as a function of gating frequency f. In the gating regime used, the beam was off half
the time. Symbols are assigned as follows: circle: 25 MU; star: 50 MU; square: 100 MU; left-pointing triangle: 200 MU;
bottom-pointing triangle: 300 MU; right-pointing triangle: 400 MU. Colors were assigned as follows: cyan (15 MV only):
500 MU/min; black: 300 MU/min; red: 150 MU/min; green: 75 MU/min. Figure 2(a) shows data for 6-MV photons and
(b) for 15-MV photons. Data are taken from the measurements shown in Table 1.
Figure 2(b) shows the deviation in dose during gated delivery, ε
g
, from dose in the nongated
regime normalized by the nongated dose for the 15-MV photon beam for the 50% duty cycle.
Similar to the low-energy case, all average doses are within 1%. Here, we draw the reader’s
attention to a large error bar (indicating standard deviation of a single measurement) of the
point corresponding to 25 MU at 500 MU/min. While on average the dose is close to the
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nominal value in some cases the dose deviation may be as large as 2.5% to 3%. If several
fractions are delivered, this error will be averaged out; at the same time, single fraction deliv-
ery of 25 MU is generally too small for clinical radiation treatment. For delivery of 50 MU or
more and for the range of frequencies typical of human respiration, approximately 0.13 Hz to
0.25 Hz, agreement between gated and nongated delivery for the 15-MV photon beam is better
than 0.25%.
Figures 3 and 4 contain identical data to Fig. 2, but are plotted differently. Figure 3 shows
data averaged over different doses at the same dose rate (Fig. 3(a)) and over the same dose at
different dose rates (Fig. 3(b)). As gating frequency increases, a clear trend toward poorer
agreement between gated and nongated data can be observed. No such trend is observed for the
15-MV mode (Fig. 2(b)).
Fig. 3. Same data as Fig. 2(a). (a) Data are averaged over all monitor units for 300 MU/min; black circles: 150 MU/min;
red stars and 75 MU/min: green squares. (b) Data are averaged over all dose rates for 25 MU: black circles; 50 MU: red
stars; 100 MU: green squares; 200 MU: blue left-pointing triangle; 300 MU: cyan bottom-pointing triangle; 400 MU:
magenta right-pointing triangle. Data are taken from the measurements shown in Table 1 for 6-MV mode.
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Fig. 4. Dose deviation from dose at nongated regime normalized by the nongated dose, ε
g
, for different gating frequencies
f, and different dose rates as a function of the number of monitor units for (a) 6 MV and (b) 15 MV. Symbols were assigned
as follows: star: 0.5 Hz; square: 0.25 Hz. Colors were assigned as follows: cyan (15 MV only): 500 MU/min; black: 300
MU/min; red: 150 MU/min; green: 75 MU/min. Data are taken from the measurements shown in Table 1.
Figure 4 shows the relative dose deviation from the dose delivered in the nongated regime
as a function of number of monitor units. It is clearly seen that for a constant gating frequency,
the relative dose deviation is larger for smaller numbers of monitor units delivered, and rela-
tively constant above approximately 100 MU. It can also be seen that for 6 MV the dose deviation
is larger for a higher gating frequency (Fig. 4(a)).
Figure 5 shows the dependence of dose deviation on the percentage of time when the beam
is off, while keeping the repetition frequency the same. A small variation is observed increas-
ing slightly the longer the beam is off. We speculate that for 15 MV, this effect may be due to
background count in the LINAC’s ion chamber, while for 6 MV the growth of the number of
interruptions with increasing beam-off time may also be important. The dose deviation ob-
served is below 0.6% for both photon energies. Based on the results for the 50% duty cycle, we
do not expect significant deviations for frequencies below 0.25 Hz.
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Fig. 5. Dose deviation from dose at nongated regime normalized by the nongated dose, ε
g
, versus fraction of time beam is
off for 0.25 Hz gating frequency (a) for 6 MV and (b) for 15 MV. Data are taken from the measurements shown in Table
2 and, for 50% time-off data, in Table 1. Cyan triangles correspond to 500 MU/min (15 MV only); black circles: 300 MU/
min; red squares: 150 MU/min; green squares: 75 MU/min.
We should emphasize that although there are some trends observed in Figs. 2 to 5, devia-
tions are small, in most cases less than 1%, and in cases relevant to clinical situations deviations
are less than or equal to 0.6%.
B. Dose profile
Similarly, good agreement was observed between dose profiles in gated and nongated delivery.
Figure 6 compares in-plane dose profiles taken for gated and nongated delivery for 400 MU
using Kodak EDR2 film. For 10 × 10 cm2 fields (for both 6 MV and 15 MV), if the dose
difference between gated and nongated delivery is greater than 1% (of maximum value to
which both gated and nongated profiles were normalized), the distance to agreement is not
worse than 0.12 cm. Only the region of the dose profile above 20% was considered in our
comparison. A similar statement can be made for a 20 × 20 cm2 field: if the dose difference is
greater than 1.5%, the distance to agreement is better than 0.11 cm. Along the central axes in
in-plane and cross-plane directions within 80% of the field size the maximum deviation was
below 0.4% for 10 × 10 cm2 fields and below 0.7% for 20 × 20 cm2 fields.
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Fig. 6. Comparison of dose profiles for gated and nongated delivery for 6-MV photons for a 10 × 10 cm2 field. Profiles are
measured in the in-plane direction and normalized to the center. (a) Relative dose. (b) Enlarged top segment of (a); for
convenience normalized dose deviation from 1 was used. The black solid lines correspond to film data for nongated
delivery. The red solid line denotes gated delivery at 0.125 Hz frequency with 50% duty cycle; solid green: at 0.25 Hz with
50% duty cycle. The dashed red line denotes gated delivery at 0.25 Hz with 75% duty cycle (25% of time beam was off)
and dashed green at 0.25 Hz with 25% duty cycle (75% of time beam was off).
      In order to study the changes of dose profiles for a low number of monitor units, Kodak X-
Omat V film was used. Fifty monitor units were delivered using the 10 × 10 cm2 field (for both
6 MV and 15 MV). Since the precision of the film appeared to be comparable to the variation
of the dose profiles due to gating, we were capable of only detecting the upper bounds for such
variations: if the dose difference between gated and nongated delivery is more than 1.6%, the
distance to agreement is not worse than 0.07 cm. Only the region of the dose profile above 20%
was considered in our comparison. Along the central axes in in-plane and cross-plane direc-
tions within 80% of the field size, the maximum deviation was below 1.4%.
IV. DISCUSSION AND CONCLUSION
In this work, an evaluation of gated photon delivery by a Siemens ONCOR Avant-Garde linear
accelerator was performed. Dosimetric characteristics for gated and nongated delivery of 6-
MV and 15-MV photons were compared for the range of doses of 25 MU to 400 MU; the dose
rates of 75 MU/min to 500 MU/min; and for several gating regimes: 0.5 Hz … 0.0625 Hz,
using ion chamber. Dose profiles were also compared using Kodak EDR2 and X-Omat V films
at 10 cm depth in water at 100 cm SSD for 6-MV and 15-MV photons for different dose rates,
field sizes, and gating regimes. No investigation of dynamic delivery, such as virtual wedge,
was performed.
One question that may arise regarding usage of an ion chamber for such a characterization is
whether dose rate effects are negligible. In order to assess this effect, one should consider the
time structure of the beam. On the Siemens ONCOR Avant-Garde, the X-ray beam is gener-
ated in ~3 µs pulses with the repetition frequency depending upon the dose rate. The highest
repetition frequency is limited by the pulse forming network charging time of about 3 ms. This
is comparable to the ion transit time (~1 ms) in the ion chamber; thus, the collection efficiency
may be below 100%. To assess this, the usual two-voltage technique described in TG-51(33)
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was used to estimate the correction for ion collection efficiency P
ion
 for the ion chamber used.
This was performed at the highest dose rate, where dose rate effects are the most significant,
and determined to be P
ion
 – 1 = 3.1±0.9 × 10–3 (for 6 MV). However, only two pulses out of N
pg
(N
pg
 is number of pulses per single beam-off period - “per gate”) are affected by the beam
interruption. The smallest value for N
pg
 occurs at the lowest dose rate and the highest gating
frequency and is about 40. Thus, any difference in ion chamber readings between gated and
nongated delivery caused by dose rate effects is on the order of (P
ion
 – 1) / N
pg
 < 10–4 and,
therefore, insignificant for our measurements.
Results for dose measurements are summarized in Figs. 2, 4, and 5. It is noted that the dose
deviation is less than 1% for all doses, with the exception of 25 MU delivered at the highest
dose rate and at unrealistically high gating frequency of 0.5 Hz. For clinically relevant gating
frequencies and delivery of 50 MU or more, deviations were less than 0.6%.
Figure 6 shows an example of dose profiles during gated and nongated radiation delivery.
For 400 MU delivery, either the agreement between gated and nongated dose profiles is better
than 1.5% or the distance to agreement is better than 0.12 cm. Along the central axes in in-
plane and cross-plane directions within 80% of the field size, deviations were below 0.7%. No
unequivocally detectable dose profile deviation was observed for 50 MU delivery. Upper lim-
its for the dose deviation were determined: along the central axes in in-plane and cross-plane
directions within 80% of the field size the maximum deviation was below 1.4%.
These results can be compared with the requirements listed in TG-40(34) for the quality
assurance of linear accelerators. For example, X-ray output constancy of 2% or better is rec-
ommended, so that a dose deviation of 1% observed under gated operation is well within
acceptable limits. Similarly, a 0.7% dose profile deviation at the central axes is well within 2%
flatness (defined in TG-24(35)) requirements.
Kubo et al.(13) obtained comparable results for a Varian 2100C LINAC: central axis dose
deviation was within 0.2% (except for numbers of monitor units smaller than 20, when devia-
tions could be as large as 0.8%), and symmetry variations were as large as 1.1%. Similarly,
Ramsey et al.(25) observed less than 0.2% dose variations and less than 0.6% changes in flat-
ness and symmetry for delivery of 5 MU or more. Hugo(27) observed that the Novalis LINAC
has less than 2% dose deviation, with the exception of unreasonably low dose rates and/or total
dose at very high gating frequencies. To our knowledge, no other similar studies exist in the
literature.
Jaw/leaf motion during delivery adds additional difficulty in gated delivery if a dynamic
multileaf collimator (DMLC) or virtual wedge is used. Kubo and Wang(24) analyzed the perfor-
mance of a Varian 2100C with an 80-leaf MLC using both a DMLC and a virtual wedge.
Maximum dose deviations of less than 2% were observed in regions away from the field edges.
A similar evaluation of gated IMRT delivery on a Novalis LINAC was less impressive, show-
ing(1,27) significant discrepancies exceeding 3% between gated and nongated operation. Duan
et al.(26) observed that for a Varian 21EX LINAC with a Millennium 120 Leaf MLC, the error
caused by gated DMLC delivery may be 3.7% or even larger for some unfavorable cases. A 3-
mm shift of isodose lines was observed.
Comparison to current standards in dose precision and to results for other LINACs shows
that the Siemens ONCOR Avant-Garde is well suited for gated delivery of static fields of 25
MU or more. However, gating does contribute some additional error to the dose and dose
distribution, which leads to tighter requirements for LINAC tolerances. Also, simultaneous use
of dynamic fields, such as virtual wedge or IMRT, with gating may lead to additional errors
and may require a lower dose rate, thus increasing the treatment time.
75 Kriminski et al.: LINAC under gated operation... 75
Journal of Applied Clinical Medical Physics, Vol. 7, No. 1, Winter 2006
ACKNOWLEDGMENTS
This work supported by grant #03-028-01-CCE from the American Cancer Society and by
Siemens. We are greatly obliged to D. Hawkins and E. Calderon for technical help and fruitful
discussions.
REFERENCES
1. Hugo GD, Agazaryan N, Solberg TD. An evaluation of gating window size, delivery method, and composite
field dosimetry of respiratory-gated IMRT. Med Phys. 2002;29:2517–2525.
2. Hugo GD, Agazaryan N, Solberg TD. The effects of tumor motion on planning and delivery of respiratory-gated
IMRT. Med Phys. 2003;30:1052–1066.
3. George G, Keall PJ, Kini VR, et al. Quantifying the effect of the intrafraction motion during breast IMRT plan-
ning and dose delivery. Med Phys. 2003;30:552–562.
4. Keall PJ, Kini VR, Vedam SS, Mohan R. Motion adaptive x-ray therapy: A feasibility study. Phys Med Biol.
2001;46:1–10.
5. Ohara K, Okumara T, Akisada M, et al. Irradiation synchronized with respiration gate. Int J Radiat Oncol Biol
Phys. 1989;17:853–857.
6. Mechalakos J, Yorke E, Mageras GS, et al. Dosimetric effect of respiratory motion in external beam radiotherapy
of the lung. Radiother Oncol. 2004;71:191–200.
7. Wade OL. Movements of the throacic cage and diaphragm in respiration. J Physiol. 1954;124:193–212.
8. Suramo I, Paivansalo M, Myyllyla V. Cranio-caudal movements of the liver, pancreas and kidneys in respiration.
Acta Radiol Diag. 1984;25:129–131.
9. Schwartz LH, Richaud J, Buffat L, Touboul E, Schlienger M. Kidney mobility during respiration. Radiother
Oncol. 1994;32:84–86.
10. Mageras GS, Yorke E, Rosenzweig K, et al. Fluoroscopic evaluation of diaphragmatic motion reduction with a
respiratory gated radiotherapy system. J Am Clin Med Phys. 2001;2:191–200.
11. Yorke E, Rosenzweig KE, Wagman R, Mageras GS. Interfractional anatomic variation in patients treated with
respiration-gated radiotherapy. J Am Clin Med Phys. 2005;6:19–32.
12. Keall PJ, Joshi S, Vedam SS, et al. Four-dimensional radiotherapy planning for DMLC-based respiratory motion
tracking. Med Phys. 2005;32:942–951.
13. Kubo HD, Hill BC. Respiration gated radiotherapy treatment: A technical study. Phys Med Biol. 1996;41:83–91.
14. Minohara S, Kanai T, Endo M, Noda K, Kanazawa M. Respiratory gated irradiation system for heavy-ion radio-
therapy. Int J Radiat Oncol Biol Phys. 2000;47:1097–1103.
15. Ford EC, Mageras GS, Yorke E, et al. Evaluation of respiratory movement during gated radiotherapy using film
and electronic portal imaging. Int J Radiat Oncol Biol Phys. 2002;52:522–531.
16. Lujan AE, Larsen AE, Batler JM, Ten Haken RK. A method for incorporating organ motion due to breathing into
3D dose calculations. Med Phys. 1999;26:715–720.
17. Lujan AE, Batler JM, Ten Haken RK. A method for incorporating organ motion due to breathing into 3D dose
calculation in the liver. Sensitivity to variations in motion. Med Phys. 2003;30:2643–2649.
18. Balter JM, Ten Haken RK, Lawrence TS, et al. Uncertainties in CT-based radiation therapy treatment planning
associated with patient breathing. Int J Radiat Oncol Biol Phys. 1996;36:167–174.
19. Vedam SS, Keall PJ, Kini VR, Mohan R. Determining parameters for respiration-gated radiotherapy. Med Phys.
2001;28:2139–2146.
20. Bortfeld T, Jiang SB, Rietzel E. Effects of motion on the total dose distribution. Semin Radiat Oncol. 2004;14:41–
51.
21. Hara R, Itami J, Kondo T, et al. Stereotactic single high dose irradiation of lung tumors under respiratory gating.
Radiother Oncol. 2002;63:159–163.
22. Wagman R, Yorke E, Ford E, et al. Respiratory gating for liver tumors: Use in dose escalation. Int J Radiat Oncol
Biol Phys. 2003;55:659–668.
23. Mah D, Hanley J, Rosenzweig KE, et al. Technical aspects of the deep inspiration breath-hold technique in the
treatment of thoracic cancer. Int J Radiat Oncol Biol Phys. 2000;48:1175–1185.
24. Kubo HD, Wang L. Compatibility of Varian 2100C gated operation with enhanced dynamic wedge and IMRT
dose delivery. Med Phys. 2000;27:1732–1738.
25. Ramsey CR, Cordrey IL, Oliver AL. A comparison of beam characteristics for gated and nongated clinical x-ray
beams. Med Phys. 1999;26:2086–2091.
26. Duan J, Shen S, Fivaesh JB, et al. Dosimetric effect of respiration-gated beam on IMRT delivery. Med Phys.
2003;30:2241–2252.
27. Hugo GD. Dosimetry of respiratory gated intensity modulated radiotherapy. University of California at Los
Angeles, PhD thesis. 2003.
28. Cheng C-W, Das IJ. Comparison of beam characteristics in intensity modulated radiation therapy (IMRT) and
those under normal treatment condition. Med Phys. 2002;29:226–230.
29. Cheng C-W, Das IJ, Ndlovu AM. Suppression of dark current radiation in step-and-shoot intensity modulated
radiation therapy by the initial pulse-forming network. Med Phys. 2002;29:1974–1979.
76 Kriminski et al.: LINAC under gated operation... 76
Journal of Applied Clinical Medical Physics, Vol. 7, No. 1, Winter 2006
   32. Georg D, Kroupa B, Winkler P, Potter R. Normalized sensitometric curves for the verification of hybrid IMRT
treatment plans with multiple energies. Med Phys. 2003;30:1142–1150.
33. Almond PR, Biggs PG, Coursey BM, et al. AAPM’s TG-51 protocol for clinical reference dosimetry of high
energy photon and electron beams. Med Phys. 1999;26:1847–1870.
34. Kutcher GJ, Coia L, Gillin M, et al. Comprehensive QA for radiation oncology: Report of AAPM Radiation
Therapy Committee Task Group 40. Med Phys. 1994;21:581–618; also AAPM Report 46, American Association
of Physicists in Medicine, College Park, MD, USA.
35. Svensson GK, Baily NA, Loevinger R, et al. Physical aspects of quality assurance in radiation therapy. AAPM
Report 13, 1994, American Institute of Physics, New York, NY, USA.
  30. Saw CB, Li S, Ayyangar KM, et al. Dose linearity and uniformity of a linear accelerator designed for implemen-
tation of multileaf collimation system based intensity modulated radiation therapy. Med Phys. 2003;30:2253–2256.
  31. Zhu XR, Jursinic PA, Grimm DF, et al. Evaluation of Kodak EDR2 film for dose verification of intensity modu-
lated radiation therapy delivered by a static multileaf collimator. Med Phys. 2002;29:1687–1692.
